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Using a High-Value Resistor in Triangle Comparisons
of Electrical Standards

Randolph E. EImquistSenior Member, IEEENeil M. Zimmerman, and William H. Huber

Abstract—We propose an experiment with some advantages IS
over other direct quantum metrology triangle comparisons. First, T R IA l
by using a cryogenic resistor that can be calibrated, the quantized / }
Hall resistance (QHR) standard needs to be used only for short R f foer
periods. Second, the experiment does not require a voltage Jvs /
detector. This eliminates one external source of noise and allows / Ne
fast current reversals. Third, feedback that might contribute to VS SET
excess noise and superconducting quantum interference device pump
flux-jump behavior is also absent in the primary comparison T

system. This experiment could be run at higher currents and
without supervision for extended periods of time, to benefit from
statistical reduction of noise. We have developed a cryogenic Fig. 1. Basic experimental design of the current detection circuit, using a

current comparator for calibrating the cryogenic resistor directly single winding as the detection elerr_]ent. The current through the winding
against the QHR would be sensed by a SQUID magnetic flux detector.

Index Terms—Fundamental constants, Josephson effect, ducti . f devi SOUID
quantum Hall effect, resistance standards, single electron tun- SUPerCO” ucting quahtum inter erence_ eV'Ce_ ( Q )_r_nag-
neling. netic flux detector, this type of CCC bridge circuit amplifies

the SET current by an integer factor of up to H#hd measures

the amplified current in a secondary circuit using the Josephson

voltage standard (JVS) and quantized Hall resistance (QHR)
UNDAMENTAL constants underlie the Josephson effecttandard. Similar experiments based on counting electrons
(Josephson constaft;y), the quantum Hall effect (von KI- deposited on a cryogenic capacitor from a SET pump have

itzing constant?x ), and the precise control of electrical chargeeached a noise level of a few parts in a million [4]. In contrast

(e) by single electron tunneling (SET). New and precise e%e the direct metrology triangle which is based on Ohm’s

periments could improve our knowledge of these constants, faw, capacitance measurements are limited by experimental

example by passing a curreh¥ = fsgre through the quan- knowledge of an impedance such as a calculable capacitor

tized Hall resistanc&®y = Ry /i and comparing the resulting value in Farads in terms of the QHR, presently known to a

voltage to the Josephson voltale = = f;vs/K ;. Based on relative uncertainty of about 8107,

Ohm’s law, such a “metrology triangle” experiment would relate

the ratio of the Josephson microwave frequelfigys and the [I. EXPERIMENTAL CONCEPT

SET pump cycle frequencgser to the dimensionless product

|I. INTRODUCTION

Unlike the experiments above, this experiment would directly
afrvs monitor a balance between two small, nearly equal currents.
eRgK; = Fomr =2, (1)  Onecurrentisinduced by the voltage from a programmable JVS
SET across a cryogenic resistor, and the other is generated by a SET
wherea represents a ratio of experimental integers, includirgimp device, as shown in Fig. 1. The differedgeis carried by
the Josephson step numberHall plateau quantum numbér a detector winding. We would measure this small current near
and number of electrons per pump cycle. From the 1998 Cthe balance point using a SQUID sensor in a CCC configuration,
DATA recommended values of fundamental constants, measuagd determine the critical frequency ratifszr / fvs) that pro-
ments and theory that contribute to this combination of fundetces null indication. One benefit of this design is that it allows
mental constants have a combined relative uncertainty. ef the SQUID to be the only low-noise detector in the experiment.
7.8 x 1078, When a CCC system is used to detect a small current, the
Several groups have proposed to measure the metrold@gut winding reduces the effective source resistafigeby a
triangle based on amplification of the SET current with factor of N3 and increases the level of current seen by the de-
cryogenic current comparator (CCC) bridge [1]-[3]. Using tector by a_factor ofVp. The rms current noise produced in the
source resistance
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Superconductor
Copper wire
—<~2— Phosphor-bronze

resistor noise contribution or relative to any uncorrelated source
of input noise. QHR
The winding in Fig. 1 would also serve as the primary
winding of Np turns in a CCC bridge, for calibrating the
cryogenic resistor using the QHR. Below are the requirements
of the cryogenic resistor, the CCC bridge used for the resistol
calibration, and the closely related detection circuit. Our intent
here is to cover the areas where significant research is require
for this experiment to succeed, as compared to other competin dc SQUID
experiments [2], [3]. Progress on the research apparatus i

described in Section lll. BO BDI

o7~
[P ©
A. Cryogenic Resistor L@ N:
Single ramping current source

A cryogenic resistor of valu®p = 100 MQ2 at 0.3 K con-
tributes about 0.4 fA/Hz of current noise. That corresponds t@ig. 2. circuit design for the CCC bridge, witR, = 1 MQ (at room
the noise of a good commercial SQUID in a CCC system withmperature)N, = 1937, Ns = 25, andN» = 1. Note that in the proposed
Np = 40 000, for signal frequencies at or above th/éf noise experiment, the CCC ratio would be about a factor 100 higher.
corner. About this same level of current noise is produced in a
circuit with a source resistance of 100X@t7" = 293 K. The used for comparison of high-value resistors [8], [9]. Like some
advantage of a 100-M cryogenic resistor is that it can be cali-of these bridges, this bridge is powered by a single ramping
brated against the QHR in one step. The CCC ratio is no longgirrent source. We have constructed and tested a prototype of
practical with higher value resistors and it would be necessahis CCC bridge using the design shown in Fig. 2, as described
to make an intermediate calibration, introducing larger potentiaker.
scaling errors. This CCC bridge design allows accurate two-terminal com-
Direct current leakage to ground has the greatest effect on parisons by using multiple-series connections to the QHR [10].
sistance bridges when a leakage path occurs near the midpwifith this technique, errors due to lead resistance in the lower-re-
of a resistor [5]. Similarly, the time constant is largest for caistance (secondary) bridge arm can be eliminated [11], despite
pacitive current near the middle of the resistor, and this timke lead resistance of order €dn each connection to the QHR
constant would be prohibitive for conventional wire-wound redevice. The combined multiple-series voltage drop across sets
sistors. For a thin-film cryogenic resistor of value 10Q2Mhe  of three or more such leads is about 0.3 nV agB0eurrent.
time constant of the charging current is of order 1 ms. In general, the operation of this circuit is similar to that of
Atlow temperature$T’ < 4 K) quantum effects may begin toconventional CCC bridges. The measurement design also relies
dominate the temperature coefficient of resistance (TCR) [6] fon three separate equipotential junctions (labeled andC
athin-film resistor. The most significant contributions are due ia Fig. 2), made with superconductor inside the CCC cryostat.
disorder-enhanced electron-electron interactions and weak These junctions allow current to split and recombine without
calization. These contributions depend on electron thermal agréating voltage differences at the junction points. Two sets of
phase coherence lengths which increase at lower temperaturee leads from a QHR standard in a separate cryostat are con-
in the resistive material and, in a thin film, scale roughly witlhected to the bridge at junction poimdsandB. Current divides
the resistivity divided by film thickness. An increase in resishetween the two arms of the bridge circuit at juncti®mand re-
tance can also result from Kondo magnetic impurity scatterim@mbines at junctioiC, between the superconducting primary
and this likewise results in a more negative TCR at low tempeand secondary CCC windings. The primary-arm winding senses
atures. the small current passing through the cryogenic resistor, and
The resistivity of the alloy also affects the length and geometiie remainder passes through the QHR device and winding in
rical factors required for the resistor meander pattern. We expée¢ secondary arm. The ampere-turns difference signal can be
that the upper limit on the deposition area would be £.cre- used to generate a compensation-feedback current. This feed-
quiring a line width between 2 and OyBn for 100-MQ2 resis- back current/ is passed through a third winding to null the
tors. Alloys are required to have relatively low TCR below 4 KSQUID output and is measured using a known sense resistor
moderate resistivity, and good properties as thin films. The r@&, and the ratio equation
sistance per square for these films would be of order 1 t8.10

Re

Rp _ (NpIp+ Nplp)
B. CCC Bridge Rs Nslp

This bridge would utilize a CCC with a very large turns ratiovhereRs = Rx /2 = 12 906.4035 2, can be used to calculate
to compare a resistor of order 100 ¥Mdirectly with the QHR the valueR p of the primary resistor.
1 = 2 plateau resistance. A similar CCC bridge [7] of lower High- and low-power loading characterization of the cryo-
turns ratio was developed and used for calibration of cryogergenic resistor against the QHR will be necessary given the very
resistors soon after I. K. Harvey’s first description of the CCE8mall power dissipation in the SET phase of the experiment.
shielding principle. Recently, several CCC bridges have be€his would relate the resistor calibration at higher currents to

®3)
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Superconductor We are investigating using series resistance in damping
Jvs distributed LC resonances in the CCC system. CCC detection
schemes should be compatible with significaft > 10 k)

distributed resistance in the primary detection winding, when

B the external circuit seen by the detector has a much higher
dc SQUID impeo!ance. This sugges_ts Fhat resistaqce-alloy wire might be
superior for large CCC windings used with small currents.
Re O DD'—’ Output

B. Cryogenic Thin-Film Resistors

Fio 3. Circuit desian for th + detection oh th ment. wi Thin-film resistors can be produced with precise control of

1g. . Ircuit design for the current detection phase o e experiment, w . .

Rp =2 100 MQ. The detection windingV » is of order 40 000 turns. Poini3, me constlt_uents, ar_]d In some glloys,_the_Iow-tem_perature TCR

C, andD shown here correspond to the same points in Fig. 2. can be adjusted using appropriate minority constituents. A low
TCR is highly desirable since power dissipation will result in

changes in the lattice and electron temperatures, and we expect

Its ve}{l{ue_fc{ Ocz‘)u;/lr%nttlhevels prog!deq bty thetSEL pur;np. In t  be operating the resistor at different current levels in the two
caselip =  the power dissipation at moderate Curre":ghases of this experiment. Preliminary design criteria are based

leVFbIS Its 25 pW f(t)r ? ?)OO-tplea%I;ed C;gg gr;;r Thet mf"‘x'mt“ n operation of the resistor at the base temperature bieare-
calibration current ot abou nA for a esistoris se frigerator with the sample in liquidHe to maximize heat con-

by the onset of dissipation in the QHR standard. duction to the environment.

We have used photolithography and electron beam co-deposi-
tion to fabricate thin film CuSi samples with various Si concen-
Fig. 1 is reproduced in more detail in Fig. 3. As shown itrations (0.3 ppm Fe is the major contaminant). These samples
Fig. 3, a programmable JVS system in a separate cryostat pa@re made with line widths down to/am. CuSi meander lines
vides a voltage which determines the current through the crywith moderate (200R) to low (7 kQ2) resistance have TCR near
genic resistor. The QHR leads and feedback electronics are did-1 2/ - K between 2 and 4 K, with an expected increase in
connected in this phase. The SET pump is connected using@R to about-30 2/ - K at 0.3 K [6]. We are also making
point-contact cryogenic switch at poibtin Fig. 3. This switch similar CuGe samples using thermal evaporation. Samples were
is present to allow for the tuning procedure [12] needed for tieade of PdAu alloy by NIST colleagues in Boulder, with resis-
high accuracy of the pump current. tance of 100 k to 30 M2 and TCR nea#801:2/Q2-K between
The SQUID detector output is measured directly during thiBand 4 K. Later in the development of the experiment, we plan
phase of measurement. We eliminate active feedback by detuse a dilution refrigerator to characterize the thin film resis-
ting the parameters of voltage, current, and resistance such thas at lower temperatures.
V; = IgR. This design would run with current reversal fre- )
quencies of 1 Hz or higher with the JVS and SET pump reverséd 1-M2 CCC Bridge
simultaneously. A bridge as pictured in Fig. 2 withip = 1937 andNg = 25
was constructed and has been used to compare room tempera-
IIl. DEVELOPMENT ture 1-MQ resistance standards directly against the QHR2
plateau, at measurement voltage of 0.74 V. Here, Johnson noise
in the 1-MQ resistor is much larger than the noise contribution
Computer-assisted circuit analysis and analytic modeling asethe dc SQUID. The relative type-A uncertainty for ratio
useful to understand transient effects and particularly the equiweasurements of 30 min duration (including reversal time),
alent LC (tank circuit) resonance in a large CCC winding sudt slightly below 1x10~%, corresponds to about a factor of
as that used in our detector. A large diameter winding withvo greater than the relative rms Johnson noise contribution of
Np > 20 000 turns results in an inductance of 10 Henrys 00.18x10 °//Hz.
more and stray and interwinding capacitance of order 100 toThe CCC is characterized by a sensitivity of 38-turn/®
1000 pF. Self-sustaining circuit oscillations have been obserwetien coupled by a five-turn flux transformer of outer diameter
in such CCC systems, which are usually made with low-rd5 mm. The flux transformer was constructed with 1.6 mm di-
sistance or superconducting windings. Generally, a resistameaeter hollow superconducting tube threaded by a 0.012 mm
R cannot be added in parallel to a CCC winding because thdTi wire. The system has a sustained oscillation at about 20
would add noise to the detection circuit. In Fig. 1, the crydeHz. This had little apparent effect on the measurement stability
genic resistor withk = 100 M2 effectively in parallel with the but may have contributed to the noise. The CCC outer diameter
detector winding is an acceptable source of noise and yet willabout 0.74 times the diameter of the inner superconducting
act to damp LC oscillations. In a simple equivalent circuit withkead foil shield used to eliminate external fields, and both the
Np represented by lumped parallel inductance and capacita@@C winding shield and the flux transformer tube are grounded.
(C =100 pF) to ground, LC oscillations are thus damped with Phosphor bronze wiring was used in the resistor leads of the
a time constant oRC = 0.010 s. However, in a more realistic CCC bridge. The two cryostat leads of approximatefy 8ach
model, the cryogenic resistor is less effectively coupled to thirethe primary arm are significant compared to 2Mrhe lead
distributed LC circuit involving interwinding capacitance. resistance values, the contact resistance of the connectors, and

C. Current Detection Circuit

A. Detection Circuit
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the resistances of external leads were measured. There are five]
leads connecting to the equipotential junctBrby which any

one lead resistance can be measured. Similarly, the other imporrgl
tant lead resistance in Fig. 2 can be measured in series with one
or both of the superconducting CCC windings through junctionjal
A andC. The leads inside the cryostat were measured at seve P]
different liquid helium levels to better than 0.005 Changes

in the lead resistance were of order 0QDver 40% range of
liquid helium level, and were repeatable after transfer of liquid
helium.

The CCC ratio results agreed very well with scaling from
10 k2 using the best available guarded oil-type Hamon device,
where the relative scaling difference was better tharl@®.

To avoid leakage errors, ground connections to case and shields
should be present at the output of both the main current sou
and the isolated current source supplying the feedback curre

(11]

[12]

IV. CONCLUSION

A cryogenic resistor with? = 100 MQ allows a null-de-
tection measurement of the SET current, in a system that cof ™}
be used with SET pumps supplyingd0~ 2 Ato 1 x107 % A. 4
This type of experiment may help to reduce the number of pro®
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